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510(k) Summary

1. Applicant

Applicant Name: SHENZHEN PUMP MEDICAL SYSTEM CO., LTD.
Address: 2/F West, M-7 Sinosteel Building, Maqueling Estate,

Hi-Tech Industrial Park, Nanshan District,
Shenzhen 518057, China

Contact person:
Name: Xie Qiongyu
Phone numbers: 86-0755-26710795
Fax numbers: 86-0755-26012025
E-mail: xieqy~bpump.cam.cn

Date Prepared: 2013-04-20

2. Device information

* Trade name: Electronic Thermometer
* Model No.: TF31 00, TF31 01, TF3102
* Classification name: Thermometer, electronic, clinical (per CER 860.2910)
* Class: 2
* Regulation Medical Specialty : General Hospital
* Review Panel: General Hospital
* Product code: FLL- Clinical Electronic Thermometer
* Regulation Description: Clinical electronic thermometer
* Regulation Number: 880.2910

Indications for Use: It is intended for use in measuring temperature in the human body
(Armpit or Oral).

Predicates
Digital thermometer Model MT Series
K-number: K062784
Product Code: F'LL
Indications for Use:
The devices Model MT series (MT-201, MT-301, MT-402, and MT-403) are intended to
measure the human body temperature in regular mode orally, rectally or under the arm, and
the devices are reusable for clinical or home use on people of all ages.
Manufacture: SEJOY ELECTRONICS & INSTRUMENTS CO., LTD.

I of 4



4. Description of the device

The body temperature is converted into electronic signal by the temperature sensor, and
then the electronic signal is converted into LCD digital display.

The Electronic Thermometers TF3100, TF3101 and TF3102 have the same basic
principles, main function, performance and intended use, and they are consistent in
product structure and material.

5. Comparison to Predicate Devices

Electronic Thermometer
Modl N.: F310, F3II, Digital thermometer MT Series

j ELEMENT OF(K674
i ~TF3102(K674

COMPARISON Mnfcue EO LCRNC
Manufacture: SHENZHEN PUMP Mnfcue EO LCRNC& INSTRUMENTS CO., LTD.
MEDICAL SYSTEM CO., LTD.

jfi~rmoetertyp 7~T31 0, T3I 1, T31 2 rMT-301
2 The devices Model MT series
(MT-201, MT-301, MT-402, and:

It is intended for use in measuring !T43 r neddt esr h
intened ue~s) temperature in the human body human body temperature in regular

intened ue~s)mode orally, rectally or under the
(Armit r Orl).arm, and the devices are reusable for

clinical or home use on people of alli
------- :ages.

---n--ent -- I- jTemperature sensor, liquid crysta! display, battery and circuit of motherboard

sensor jThermistor ___________

[signal processing n Using the resistance change of thermal resistor to detect body temperaturej
dsaUssdisplay and displayed th rough the LCD.

Fpower requirements ID37 Rehrgal Ltiu ne 1.5 V Button Battery model LR 41

Materials :1ABS plastic and stainless steel _______________________________________________

jternperature range- 32.0WC - 42.000C 132.00oC - 42.900C
armbient temperature +50C -405_C

eenvironment -

accuracy0.050C(35.300C - 39.00-C) ±0 .1C3. 0  40C

0.1VC ( <35.30'C or> 39.0C ±0.2'C under 35.50C or over 42.00 C

[preisin ad 4numrica diits dipla in0.01 [4 numerical digits, display in 0.01,

[epeatability degree increments [ereiceet

Iesostime 5minutes .n__________________

Water-proofP2jP2 _______ ___
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Reference IE 00-1, lEG 60601-1-2, IEC IEC 60601-1, IEC 60601-1-2,

Standard 60601-1-11, ISO 10993-5, ISO ISO 10993-5, ISO 10993-10, ASTM
to he 10993-10, ASTM E 1112-00 F112-00

Comparing totepredicate, the subject devices used same the Measuring Principle, same
electrical measurement technologic and same measurement site (Measuring on Armpit or Oral).
The subject devices do not constitute a new intended use.

As a result, the subject device is Substantially Equivalent (SE) to the predicate which is US
legally market device.

6. Discussion of Non-Clinical Tests Performed for Determination of Substantial

Equivalence

Laboratory testing was conducted to validate and verify that Electronic Thermometer met all
requirements of related international standards, including electrical safety, EMC, biocompatibility,
specification. Results of these tests demonstrate compliance to the requirements of the bellow
consensus standards.

Standard:

Electrical Safety and performance requirements:
lEG 60601-1
ASTM E1112-00
Home-used medical equipment requirements and Environmental test:

IEC 60601-1-11

Electromagnetic Compatibility Requirements:
EN 60601-1 -2

Biocompatibility Evaluation for the part contacted to patient
ISO 10993-5, ISO 10993-10

7. Clinical Evaluation

Clinical evaluation of Electronic Thermometers has been conducted by SHENZHEN PUMP
MEDICAL SYSTEM CO., LTD.

8. Conclusion

As stated above, the Electronic Thermometer (Models: TF3100, TF3101 and TF3102) have the same
intended use and similar technological characteristics as the cleared devices of the digital
thermometer MT series (K062784).
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Moreover, the Electronic Thermometer (Models: TF31 00, TF31O01 and TFS1O2) comply with the
appropriate medical device standards. Verification and validation test reports contained in this
submission demonstrate that any differences in their characteristics do not raise any new
questions of safety or effectiveness.

Furthermore, those engineering differences do not affect the intended use or alter the
fundamental scientific technology of the cleared devices of the digital thermometer MT series
(K062784).

As a result, Electronic Thermometers (Models: TF3100, TF3101 and TF31 02) are safety and
effective, and substantially equivalent to the earlier identified predicate devices.
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*DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

.r.1 4Food and Drug Adminisiion
10903 New limpshire Avenue
Document Control center - W066-G609
Silver Spring. MD 20993-M02

March 18, 2014

SHENZHEN PUMP MEDICAL SYSTEM Company, Limited
C/O Ivy Chen
Shenzhen Huatongwei International Inspection Co., Ltd.
Kej i Nan No. 12 Road, Hi-tech Park
Shenzhen, Guangdong 518057
CHINA

Re: Kl3121O
Trade/Device Name: Electronic Thermometer, Models TF3 100, TF3 101, TF3102
Regulation Number: 21 CFR 880.29 10
Regulation Name: Clinical Electronic Thermometer
Regulatory Class: Class 11
Product Code: FLL
Dated: November 27, 2013
Received: March 13, 2014

Dear Ms. Chen:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act.

The general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDRI- does not evaluate information related to contract liability
warranties. We remind you, however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance ofa substantial equivalence determination does not mean
that FDA has made a determination that your device complies with oilier requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You lust
comply with all the Act's requirements. including, but not limited to: registration and listing (21
CFR Part 807): labeling (21 CER Part 8011; medical device reporting (reporting of mledical
device-related adverse events) (21 CFR 803): good manufatl~uring practice requirements as set
forth in the quality systems (QS) regulation (21 CER Part 820): and if applicable. the electronic
product radiation control provisions (Sections 53 1-542 of (lie Act); 2 1 CFR 1000- 1050.

If you desire specific advice for your device onl our labeling regulation (21 CFR Part 80 1), please
contact (lie Division of Small Manl t I fctu rers. International and Consumer Assistaiice at its toll-
free number (800) 638-2041 or (301) 796-7 100 or at its Internet address
lhttp://wwwv~.i'da.Lzov,/Medicailfleviees/Rcsouirces'Or-YoLu/lnduistr-v/delbuLtmin. Also. please note
the regulation entitled, "Misbranding by reference to premarkeL notification" (21ICFR Part
807.97). F-or questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803)). please go to
http://Nvv .fda. cov/M ed ical11)ev ices/Saifbtv/Rcnorta Prob Iemr/dcfrauLt1.11tnIl for the CORI-Is Office
of Surveillance and Biomnetrics/Division of Postiarket Surveillance.

You may obtain othecr general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free nuniber
(800) 638-2041 or (301) 796-7 100 or at its Internet address
littp://A\'%'\.fda.Eo\/MediCalIICViCCS/IZCSOurccsl'Olr)OL/Indst-\,def Iult.hltM.

Sincerely yours.

Mary S. Runner -S

Erin 1. Keith. M.S.
Acting Division Director
Division of Anesthesiology, General Hospital.

Respiratory. Infection Control and Dental Devices
Office of Device Evaluation
Center for Devices and

Radiological I leaith

Enclosure



51 0(k) Number (if known)
K13 1210

Device Name
Electronic Thermnometer, Models TF3 100, TB3 101, TF3 102

Indications for Use (Describe)
It is intended for use in measuring human body temperature (Armpit or Oral)

Type of Use (Select one or both, as applicable)

5] Prescription Use (Part 21 CFR 801 Subpart D) Over-The-Counter Use (21 CFR 801 Subpart C)

PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON A SEPARATE PAGE IF NEEDED.

FOR FDA USE ONLY
Concurrence of Center for Devices and Radiological Health (CDRH) (Signature)

Digitally signed by Richard C.
7 Chapman

Date: 2014.03.18 09:36:56 -04'OO'
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This section applies only to requirements of the Paperwork Reduction Act of 1995.
*DO NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW.*

The burden time for this collection of Information is estimated to average 79 hours per response, including the
time to review instructions, search existing data sources, gather and maintain the data needed and complete
and review the collection of information. Send comments regarding this burden estimate or any other aspect
of this information collection, including suggestions for reducing this burden, to:

Department of Health and Human Services
Food and Drug Administration
Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PRAStaff~fdahhs.gov

'An agency may not conduct or sponsor, and a person is not required to respond to, a collection of
information unless it displays a currently valid 0MB number"
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